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For maximum e ciency and superior results
in radiology, X-ray, nuclear imaging or magnetic
resonance.

USER INSTRUCTIONS
(English version)

®

®

BOOMERANG , GENTLE SLOPE and INGOT
®
®
SPLIT GENTLE SLOPE and SPLIT INGOTS

®

These superb compensating ﬁlters are especially
designed to even out the density of numerous
radiographic and ﬂuoroscopic examinations.
PRECAUTIONS
To familiarize yourself with your unit, we suggest that
you ﬂuoroscope it before use. First, check that it is
homogenous. Secondly, its image will give you an
indication of the eﬀect it will have on the anatomy.
Tapered edges are intentionally thin (and fragile) to
avoid demarcation artifacts: do not fold them over nor
stretch or tear them with ﬁngernails.
If an artifact is observed, indicate it on the ﬁlm; and/or
take another corrected exposure. Adjust technical
factors for the unﬁltered area.
If the surface becomes dusty, it will tend to slide:
washing with water will restore its adherence.
Disinfect with alcohol or Zephiran. Observe local
practices. Consult your radiologist. Send us your
suggestions.
RADIATION

®

BOOMERANG WITH AN OPAQUE CHAIN : at
the periphery of the STANDARD BOOMERANG, you
will see an incorporated metal chain. The reason is
that if one of its horns were superimposed on the
anatomy, it would readily be recognized as such, and
not as a lesion, thus minimizing the risk of legal
litigation. The chain is projected outside the anatomy
and its distance from the skin indicates the amount of
ﬁlt

In order to reduce radiation to the patient,
compensating ﬁlters must be used whenever
possible on the tube side of the anatomy, rather than
behind. Since technical factors of exposure are those
normally applied for the unﬁltered portion of the
anatomy, there is thus no increase of radiation due to
the presence of a ﬁlter.

VISIT OUR WEBSITE FOR MORE DETAILS
HTTP://WWW.OCTOSTOP.COM
FOLLOW US ON FACEBOOK : @OCTOSTOP

BOOMERANG®, GENTLE SLOPE® and INGOT®
SPLIT GENTLE SLOPE® and SPLIT INGOTS®
ration applied.

understanding of the inherent risks.
®

BOOMERANG WITHOUT CHAIN : these units
ordered without metallic chain are marked
"WITHOUT CHAIN". Then, if a horn were
superimposed on the anatomy, it might be interpreted
as a lesion. Therefore, if such an artifact appears of a
radiograph, please indicate it on the ﬁlm so as to
prevent the risk of a legal litigation, or repeat a
correct exposure.
The SPLIT INGOT

®

The SPLIT INGOT is divided lengthwise. Both halves
have felt Velcro® incorporated on both surfaces, and
are held together with Velcro® straps for use as a
regular INGOT. When separated, the parts will better
visualize the greater trochanters, or any other
superﬁcial bone like the malleoli of the ankle or the
femoral condyles of the knee. Or they may adhere to
a cassette or to the collimator (self adhesive Velcro®
is supplied for this purpose), for example to better
visualize both sides of the mediastinum without over-

PROFILE OF THE KNEE FLEXED AT 15°
As illustrated, it is
recommended to use part of
the ﬁlter only on the infrapatellar region. If the ﬁlter is
superimposed to the suprapatellar region, there is a risk
of creating an artifact that
would resemble intra-articular
ﬂuid.
PROFILE OF THE KNEE IN FULL EXTENSION
It is diﬃcult to adapt the BOOMERANG 15° to this
view. The use of the LITTLE PRISM is preferable.
With a vertical beam, there is no problem. But with a
horizontal beam and a vertical cassette, (as in the
emergency room), it must hold correctly, v.g. onto
self-adhesive Velcro® bands stuck on thon the

BOOMERANG 15°
penetrating the adjacent lungs.
This BOOMERANG 15° is primarily designed for
radiographs of the knee in proﬁle with a ﬂexion of
15°.
For additional uses and for general technical
information, consult the brochure or the video "THE
OCTOSTOP® COMPENSATING FILTERS" by Dr
Jean A. Vézina M.D. founding president and Medical
Advisor of OCTOSTOP® Inc. that you can ﬁnd the
documentation section of our Web site at address:
http://www.octostop.com/en/documentation

For a short video on the use of the COMPENSATING
FILTERS , please consult the documentation section of our
Web site at address:

http://octostop.com/en/documentation/

IMPORTANT WARNING: exceptionally, this
BOOMERANG 15° does not contain an opaque
localizing chain. This is clearly indicated on the ﬂat
surface. Normally, we take great trouble to
incorporate this chain. Here is the reason: without the
chain, if a horn did superimpose onto an anatomical
part, the artifact thus created could resemble a tumor
or another lesion. This might then risk a diagnostic
error that could result in a legal litigation. The use of
this chainless ﬁlter is therefore done in full
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